Computer-aided detection in musculoskeletal projection radiography: A systematic review Introduction
Even the best human observers make errors in the interpretation and classification of radiographs in making a diagnosis; be it a fracture, pathology or precursor to disease. These errors may be due to tiredness, inexperience, environmental disturbances or a combination of these [1] . As such, computers and software can potentially facilitate reducing these errors [1] . One of these facilitators is computer-aided detection (CAD), a technology designed to reduce observational oversights by using pattern recognition in order to bring attention to suspicious abnormalities within the image. CAD is designed to increase the sensitivity and specificity of a medical test [2] . CAD software has shown to increase diagnostic accuracy in many medical fields and thus helps physicians/radiologists to interpret medical images [2] .
So far CAD has been integrated into some of the most common medical imaging examinations, for example:  Mammography; improving the detection of micro calcifications [3] [4] [5] .
 Chest computed tomography (CT) scans; identifying pulmonary nodules via their density and shape [6]  CT colonography; identifying colorectal polyps [7]  Magnetic resonance imaging (MRI): prostate cancer screening [8]  CT cardiac scans investigating coronary artery stenosis [9]  Nuclear medicine whole body scans; where CAD identifying bone metastases [10]  CT spinal imaging: detecting sclerotic bone metastases, and vertebral fractures in the spine [11, 12] These CAD programs have been shown to improve diagnostic accuracy and sensitivity in these fields, and are a clinically proven technology [2] [3] [4] [5] [6] [7] . However it must be acknowledged that data exist that suggest CAD systems do not statistically improve accuracy of diagnosis [13] , and that CAD systems increase recall rates and reading times [14] . Although the majority of research shows positive results for CAD systems, there seems to be a lack of research regarding CAD software being used in musculoskeletal (MSK) medical imaging, this is especially important where inexperienced readers do more poorly at interpreting images in an acute trauma setting [15] .
A systematic review was undertaken to investigate the use of CAD software within MSK projection radiographic imaging, compared to the reference standard of current practice or a radiologists report. In addition, the review aimed to highlight possible evidence for further research.
Methods
This systematic review was carried out according to the guidance provided by the Cochrane Collaboration with regards to systematic reviews and diagnostic test accuracy studies [16, 17] , whilst also utilising the Preferred Reporting Items for Systematic reviews and MetaAnalyses (PRISMA) statement [18] .
Eligibility criteria
The participants included any patients with suspected MSK abnormalities/pathologies/injuries from any age, gender, or background. The index test/intervention was any form of CAD applied to projection radiography including dual energy x-ray absorptiometry (DXA) and orthopantomography (OPT). Exclusions included any other medical imaging modalities such as: CT, nuclear medicine, MRI, ultrasound, mammography and colon imaging. Papers which discussed the technical aspect of CAD but did not test the software were also excluded. Additionally the use of CAD had to be the primary focus of the paper to be included. The reference standard/comparator was the current practice being utilised, in most cases this was the diagnostic report created by a radiologist. The primary outcome measures were sensitivity and specificity scores, and area under a curve (AUC) differences involving CAD as defined by the study. Therefore studies which did not include these measures of diagnostic test accuracy were excluded. Secondary outcomes were differences in interpretation time and any issues or errors within the CAD system.
All relevant study designs were included with the exclusion of ideas, opinions, case studies and editorials. Only studies published after 2004 were included, due to the nature of CAD technology which is constantly evolving and improving. Thus anything prior to 2004 would be obsolete and simplified, furthermore its results would be outdated more error prone. Only articles published in English were included.
Information sources
To ensure all relevant research was identified, a wide selection of databases were searched: EMBASE, HMIC, MEDLINE (Ovid) (including Journals@Ovid full text, Your Journals@Ovid, Ovid MEDLINE corrections, Ovid MEDLINE Daily updates) Global Health, AMED, PubMed, ISI Web of Science, TRIP and Science Direct. In addition, references cited from included papers that were not retrieved utilising the search strategy but were deemed as relevant were included and subjected to the same study selection and extraction criteria.
Searching strategy
For each database a search strategy was performed, this included keyword terms, synonyms, and AND/OR qualifiers. These were grouped via their index test (e.g. "computer aided detection" OR "software aided diagnosis") or their target condition (e.g. musculoskeletal "AND bone"). See Appendix A and Appendix B for examples of the database searches.
Study selection and data extraction
All results were extracted to EndNote (Endnote x7.0.1 Bld 7212 and Endnote x7. Figure 1 . Two independent reviewers double screened the remaining studies using the title and abstract, against the eligibility criteria. Any disagreements were debated over by the two reviewers, with a third independent reviewer arbitrating. The included papers were then screened for full text inclusion against the eligibility criteria by the same two independent reviewers. These results were again compared, and any disagreements discussed, with the third reviewer having the final decision of their eligibility. Each excluded full text was accompanied by a justification as to its exclusion (e.g. text not retrievable, not MSK, no sensitivity or specificity data). Prior to data extraction the extraction form was trialled on two of the included papers and modifications made prior to full extraction. This extraction form included data such as: title, date of publication, pathology, images/patients used, how patients/images were recruited, CAD sensitivity and specificity scores, details of the reference standard, differences in interpretation times, key conclusions, and miscellaneous comments by the author or the reviewer. A truncated version of this information is seen in Tables 1-3 .
Risk of bias in individual studies
A protocol was developed and tested and modifications made prior to any data extraction, this mainly included introducing the Quality Assessment of Diagnostic Accuracy Studies (QUADAS-2) tool [19] instead of the Grading of Recommendations, Assessment, Development and Evaluations (GRADE) tool [20] , due to QUADAS-2 being more specialised in diagnostic accuracy studies.
Prior to data extraction the QUADAS-2 signalling questions were modified to be more relevant to the CAD centred response, this tool was then employed on all eligible studies for assessing the quality and presence of bias in the included papers. It was piloted by two independent reviewers, and then applied by two independent reviewers.
Analysis
The main primary outcome measure in all studies was sensitivity and specificity, this included AUC scores. A meta-analysis was considered but due the wide range of pathologies and CAD type likely to be discovered this would lead to high heterogeneity and thus a narrative review was more appropriate.
Results

Study selection
6,253 studies were identified, 12 papers (0.19%) could not be accessed or retrieved despite several attempts and thus could not be included. Following the PRISMA flow diagram (Figure 1 ) primary screening resulted in 149 papers remaining for full text review, 19 of the 149 (7.84%) were meditated on by a third researcher (JM) due to disagreement between the two reviewers. A total of 24 papers were included in the final data extraction, upon extraction two of these papers were excluded, one due to being a form of literature review [21] and cited the papers mentioned within the review so did not provide any additional information, and the second [24] on closer inspection was a technical modelling paper, both papers passed the inclusion criteria but upon investigation failed to provide any new or relevant information so were excluded from the final data extraction. Figure 1 . PRISMA flow diagram [23] showing study selection and exclusion/inclusion [24] [25] [26] . In Tracy et al [24] dentists diagnosed just from radiographs and then applied the CAD tool and made a new diagnosis. In Kasai et al [25] radiologists diagnosed first without the CAD software then with the software. The third paper by Matsumoto et al [26] conducted multiclinical trials on their CAD tool measuring MCW highlighting all suspected osteoporotic patients compared against a dental radiologist report. The rest of the papers primarily tested their CADs software ability to detect or highlight the injury or pathology on carefully selected radiographs against the highest reference standard, rather than being in clinical competition against it.
PRISMA 2009 Flow Diagram
The papers have a high level of heterogeneity, this is shown in how many of the CAD systems work in different ways; certain papers measured vertebral height compared with an expected height [25, 27, 28] , others used texture analysis [29, 30] whilst some combined it with shape analysis [31] or cortical width [32] . Other types of software utilised width measurements between joint spaces; both in the hands for RA [33] and in the knees for OA [34] . Others measured cortical thickness [26] or cortical width [35] [36] [37] [38] investigating bone mineral density (BMD) loss and osteoporosis. Other research appropriated orientation and alignment data for spine diagnosis [39] or used edge detection for long bone fracture [40] .
Additionally density analysis and pattern recognition [25] have also been employed in order to determine dental caries. There was also wide variation in the countries of origin of the included studies with nine different countries across five continents. Japan and the United
States of American (USA) lead the way by producing six papers each.
Additional analysis
Although the secondary outcome was investigating interpretation times, and the issues and errors of the CAD software, these were not addressed in the relevant papers, and as such are not discussed within these results. [25] Vertebral fractures in lateral chest radiographs 18 radiologists were tested on 31 images (21 with vertebral fractures). Participants were all over 65 (mean age 76) From a fracture database consisting of 1000 images although only severe fractures (grade 3) were included in testing 2 Radiologists independently classified the severity of the vertebral fractures using the Genant scale [24] Diagnosing dental caries using density analysis and pattern recognition LCD 12 evaluators reviewed 17 radiographs. There were a total of 159 dental surfaces on 17 radiographs with 28 confirmed dental caries Collected during routine by attending dentist and diagnosed by him for interproximal caries visually and using LCD. 
Risk of bias across studies
The 22 studies were published across 16 different academic journals, combined with such a wide range of data gathered via different search engines; this should limit the presence of publication bias. Although it must be noted that authors would probably only seek publication if they have positive results [46] . 
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Choice of reference standard
During the conduct of the review there was concern about the validity of the choice of reference standard. The majority of the research studies utilised a radiologists report or DXA scan, but some studies were more unclear as to who defined the diagnosis, either stating it was from the clinical notes [25] or not stating where the diagnosis had come from at all [39] .
In other papers [30] the reference standard (osteoporosis/low BMD) was determined by a dental radiologist or compared against manual measurements and not a DXA scan; which is considered the highest reference standard for defining this particular pathology. As such this may have introduced bias into the results.
Results of individual studies
A summary of the results of the primary outcome measures of the 22 eligible studies divided into their CAD pathologies is shown in tables 5-7. The majority of the studies were compared to their highest reference standard and had sensitivity from 40% [34] to 100% [26] and specificity from 1.4% [40] to 100% [26] . These wide ranges were in part due to being early versions in developmental systems. Results show:
 Vertebral fracture (five papers) sensitivity, specificity, and AUC ranged from respectively; sensitivity 62.5% [44] to 95% [39] , specificity 92.1% [44] to 96.8% [44] , AUC 0.951 [25]  Osteoporotic risk (nine papers) sensitivity, specificity, and AUC ranged from respectively; sensitivity 74.4% [42] to 100% [26] , specificity 43.8% [42] to 100% [26] AUC=0.759 [35] to AUC=0.97 [26]  RA in the hands (two papers) sensitivity, specificity, and AUC ranged from respectively; sensitivity 61.4% [33] to 88.1% [33] , specificity 77.8% [33] to 88.7% [33] , AUC 0.878 [33] to 0.920 [45]  Periprosthetic osteolysis (two papers) only AUC recorded: AUC 0.677 [29] to 0.88 [42]  Other (four papers made up of: long bone fractures, OA in the knee, spinal disorders and dental caries) sensitivity, specificity, and AUC ranged from respectively; sensitivity 40% [12] to 96.6% [39] , specificity 1.4% [40] to 98.7% [39] , AUC 0.998
[39] 0.639 [12] The lowest sensitivity and specificity figures come from the other group criteria; the 40% sensitivity score was only one result of many different CAD techniques used to define the severity of OA in the knee. This severity was measured via the Kellgren Lawrence score using the osteophyte area, in addition, the Oka et al study [34] also used the measurements of the medial minimum joint space width, and tibiofemoral angle which both scored higher sensitivity scores (42.7% and 58.3 % respectively), the AUC of this low sensitivity score was 0.739 due to a specificity score of 79%. The specificity score 1.4% [40] was due to overcalling on long bone fractures. The two highest scores in sensitivity and specificity are 100% in each in screening of osteoporosis [26] , although these scores were independent with one during training and one during clinical testing.
Regarding the three clinically tested papers: Matsumoto et al [26] [26] Sens and spec for identifying OP patients were 92.6% (25 out of 27) and 100% (73 out of 73), respectively. AUC 0.97. For the 223 cases including 4 fractures, the sens was 100% (4/4 cases), and the spec was 81.3% (178/219 cases) dental radiologist, and manual measurements AUC scored 0.98
The result of clinical trials indicates that our proposed scheme may have a potential to identify OP patients at an early stage Muramatsu et al,. 2012 (Japan) [38] The sens and spec for identifying OP patients were 88.5% and 97.3%, respectively DXA An automated MCW measurement technique is feasible using DPRs, and this method has a potential to identify asymptomatic OP patients Nakamoto et al,.
2008 (Japan) [42] The sens and spec for identifying women with low skeletal BMD were 74.4% (CI 64.7-84) and 54.5% (CI 33.7-75.3) in the development group, and 76.8% (CI 67.7-86) and 61.1% (CI 38.6-83.6) in the validation group (for T-scores less than -1.0). In addition, the respective sens and spec were 96.8% and 44.9% in the development group, and 94.4%and 43.8% in the validation group (for T-scores that are less than -2.5).
BMD measurements taken via DXA scans and using the WHO criteria of classification Post-menopausal women with undetected OP may be identified by CAD with sufficient performance and reproducibility in comparison with the questionnaire-based screening tools used worldwide. Sapthagirivasan et al,. 2013 (India) [43] 90% sens (95% CI of 82-98%) spec of 87% (95% CI of 78-96%). AUC 86.3% (95% CI of 79.3-93.5) CAD compared to the highest reference standard the DXA scan Findings suggest that the proposed CAD system would be useful for spotting women vulnerable to OP risk [27] 3 fractures were indicated out of 4 fractures (75% sens), including one FP. Additionally all 3 normals were also classified correctly Two radiologists independently classified the severity of the vertebral fractures using the Genant scale Although the number of cases used in our study is very small, we believe that the preliminary results are encouraging Kasai et al,.
2006 (USA) [28] The sens for detection of fracture cases was 95% (19/20), with 1.03 139/135 FP fractures per image. 32 additional fracture cases were used in a validation test. The sens for these cases was 75% (24/32) at 1.03 33/32 FP fractures per image A consensus by two radiologists.
The preliminary results indicate that our scheme would be useful in assisting radiologists in the detection of vertebral fractures, and thus providing an early diagnosis of OP [44] The CAD program showed a sens of 62.5% and spec of 92.1%. When divided into regions the lumbar spec for fracture detection increased to 96.8% Specialist in bone radiology and considered the highest reference standard, reviewing the images using the Genant scale This method could be considered as a screening tool to discard vertebral fractures Roberts et al,.
2008 (UK) [31] Automatic segmentations the appearance classifier sensitivity was 86% at 5% FP rate A consensus reading by 2 radiologists using the algorithmically based qualitative method Reasonable sensitivity can be achieved using an automatic segmentation, but occasional segmentation failures would require manual correction
Study
CAD comparator Key conclusions of the study authors: Donnelley et al,. 2008 (Australia) [40] Sens is 83% spec is 1.4%
Not stated, although the images were gathered from flinders medical centre emergency department These results will further expand the capabilities of today's CAD systems, and result in more accurate diagnosis of fractures and a reduction of the fracture miss rate
Langs et al,.
2007 (Austria) [45] Sens 85% spec 84% (FP rate of 16% FN rate of 15%) AUC of 0.92
Annotation of the erosions was done by a MSK radiologist
The automatic spotting of erosions provides promising results and the visualisation of the deviation from health anatomy aids clinicians in the evaluation of the erosions and in the reviewing of automatic detection results Mandal,. 2014 (India) [39] Seven different methods /algorithms were used. 2009 (Japan) [34] The CAD program measured OA parameters. The AUC, sens, spec of medial minimum joint space width for KL≥2 and KL≥3 OA was 0.739 and 0.856, 58.3% and 76.2%, 79.0% and 83.9%, respectively, and those of the osteophyte area were 0.663 and 0.767, 40% and 63.3%, 92.2% and 85.8% and tibiofemoral angle were 0.639 and 0.729, 42.7% and 54.9%, 79% and 84.8%, respectively KL grading system to determine the severity of the OA This system is useful as an objective and accurate method for measurement of the structural severity of the knee, and can be a surrogate measure for the development of diseasemodifying drugs for OA, just as BMD is in OP 
Discussion
Summary of evidence
The primary findings of this systematic review suggests that CAD is in its early incarnation within planar MSK imaging, as such clinical testing has not been well established having only been attempted in three small studies.
The results of the three clinically tested papers had a small numbers of images; Matsumoto et al [26] tested 223 cases, but only four of those were positive as osteoporotic cases, so the reported sensitivity score of 100% could easily be misinterpreted or more likely an inflated figure. Kasai et al study [25] involved a small number of images (31) , and only included grade 3 fractures; which again could possibly be misinterpreted in favour of the CAD system which might not be able to distinguish the more subtle grade 1 or grade 2 fractures. The third paper by Tracy et al [24] utilised dentists in their study. These dentists were reported to have limited knowledge of digital radiography, having come from an area that had not integrated it into their practice (the testing involved reviewing digital radiographs). This is in conjunction with the knowledge that none of the dentists had the opportunity to do an oral examination or review the patients' history both of these would clearly affect the sensitivity and specificity results, and thus the CAD tools generalizability and real world application.
Generally the studies identified focused on the importance of the sensitivity result. If this sensitivity rate is low then a patient with an injury/disease might be allowed to be discharged due to a test incorrectly revealing the absence of the injury/disease. However most of these papers focus on the sensitivity improvements at the expense of specificity reductions, mainly due to overcalling of CAD software on normal variants. This is most likely due to the implications of the thresholds used within the CAD systems, were a normal variation is just above the density or morphology threshold to be defined as pathology, this results in a higher sensitivity whilst simultaneously decreasing the specificity. This is especially evident in the Donnelley et al 2008 paper [40] which reports a sensitivity of 83% and a specificity of 1.4%, where 55.9% of the reported causes of false detection were biological features not related to the fracture [40] .
With sensitivity being the primary interest it is not surprising that most of the CAD developers have targeted a screening type CAD system, alongside the fact CAD typically only assess one specific pathology. This is reflected in the diverse types of CAD software utilised, although as shown in tables 1-3 and 5-7, nine papers investigated screening for osteoporosis, and five investigated vertebral fractures. In the osteoporosis studies there is a similar trend in investigation, with eight of the nine studies using MCW to screen for osteoporosis, with the ninth using modelling of the hip. Of the eight papers the lowest sensitivity and specificity scores are in the oldest paper from 2008 [42] , with further published studies showing gradual improvements with the latest 2015 paper reporting a sensitivity of 94% and 96.1% [32] and specificity of 82.2 and 84.7% [32] for the lumbar and femoral BMD scores respectively when compared to DXA. In the five studies investigating vertebral fracture the oldest paper [44] had the poorest sensitivity, a score of 62%, this compared to the latest studies reporting sensitivity scores of 81% [25] and 86% [31] .
The majority of the research shows CAD has promise in distinguishing certain pathologies, and improves through each incarnation. This is elaborated on by the research by Kasai et al [25] , who over two years and three papers showed increasing results to the point of clinical produced no further publications. However this lack of continuation and evolution of these systems might be due to the researchers taking other avenues of investigation, or the possibility that particular CAD system did not work when clinically tested, and thus no further papers were published, which may in itself be due to high levels of CAD complexity. Thus this systematic review results might be an exaggeration of CADs success.
Limitations of this review
A comprehensive and systematic approach was used, with at least two researchers screening the studies throughout. The loss of 12 research papers during the import of the original 6253 may have introduced bias into this study, as well as any studies registered under a different name other than CAD or its derivatives. Additionally the modification to the search criteria to remove other modalities from the results might have introduced bias.
Furthermore the two papers that made it through the inclusion criteria but not in the data extraction shows weakness in the search criteria design. In future the exclusion criteria should be more stringent and include the exclusion of literature reviews if they cover all the papers under investigation, and modelling papers as well as technical papers should be excluded unless the technical aspects can be understood clearly by the researcher. It is also acknowledged an author with a computer science background could have helped provide a better understanding of some of the technical aspects of the CAD systems identified.
Conclusion
Implications for clinical practice
There is potential for CAD to be instigated into MSK imaging especially in osteoporosis and to a smaller degree in vertebral fracture imaging, with its primary facility being as a screening tool. This has been indicated in the studies gathered from this review with nine papers investigating CADs application in osteoporosis and five papers reviewing its application in vertebral fractures. The main two studies covering these two topics show CAD implicating osteoporosis via MCW measurements or being used to improve results in vertebral fracture diagnosis. Although caution must be applied as the papers published lacked data on interpretation times and possible CAD system errors. Also it must be acknowledged that the CAD tested within the studies is not a fair reflection of a true ratio of pathological to nonpathological images this is particularly evident in the Kasai et al [25] study utilising 31 images 21 of which had vertebral fractures. Thus due to CAD still being in its infancy and the current lack of follow-up and clinical testing its impact for clinical practice is currently extremely limited.
Implications for future research
As stated the investigation into osteoporosis and vertebral fracture make up over 63% of the papers within this review and with the advent of more digital systems becoming advanced and automated, and resources becoming redistributed CADs intertwinement in medical imaging will continue to increase. Future research needs to be undertaken in a clinical setting, and avoiding the common trends of selection biases and high pathology rates that exists in current literature. Until there is a stronger foundation of evidence with methodologically sound studies that begins to challenge the highest reference standard, the best current diagnostic practice will always be seen as the greater diagnostic tool.
